Aim: Soft liners are temporary in nature as they harden in short time period and gradually lose their surface integrity and cushioning effect. There is a need to increase the longevity of the soft liner, so the present investigation was done in order to study the effect of surface treatment in increasing the longevity of soft liner, both in in vitro and in vivo conditions.
INTRODUCTION
Use of soft liners has been found to be clinically effective for the management of damaged tissue underlying ill-fitting dentures, functional impressions, temporary relining of ill-fitting dentures, and also for maxillofacial prosthesis and immediate dentures. Conditioning of soft tissues underlying dentures by soft liners is effective in relieving the pain, discomfort, and inflammation associated with ill-fitting dentures. 1 Soft liners confirm to the anatomy of the residual ridge and gel in that position and continue to flow slowly after application. The purpose of the soft liner is to absorb some of the energy produced by masticatory impact that would otherwise be transmitted through the denture to the soft mucosal tissues, thus acting as cushion. There are two types of soft relining materials: Temporary and permanent. The temporary soft relining material can be used up to a few weeks after which they begin to foul smell and de-bond from the denture. Hence this material has to be replaced often. The permanent soft relining material (processed soft liners) is used in a patient who is wearing a complete denture and experiencing chronic soreness with their dentures, may be because of heavy bruxism or poor oral health. These materials are processed in the laboratory in a manner similar to denture base. They may remain resilient up to a year. 2 These soft lining materials are mainly made up of polyethylmethacrylate or polymethylmethacrylate resin added with plasticizer such as dibutyl phthalate or ethanol. 3 Both alcohol and plasticizers of soft liners leach out and are partially replaced by water. The material thus hardens within a considerable short period of time and gradually loses its surface integrity and cushioning effect. 4 This leads to increasing vulnerability, deterioration, contamination, and creation of a foul odor by microorganisms, which in turn can lead to further irritation of the already damaged mucosal tissues. Longevity of soft liners can be extended by different treatments and surface coating. Nimmo 10 Hayakawa et al 11 found that the fluorinated copolymer coating Kreguard (Kureha, Tokyo, Japan) imparted an improved glossy surface to a soft liner, thus possibly increasing its useful life. Malmstrom et al 12 reported the effect of two different coatings on the surface integrity and softness of a soft liner (Coe-Comfort, GC America Inc., Alsip, Illinois, USA) and concluded that coating significantly reduced the loss of softness and surface integrity of the conditioner. Currently available soft liner Visco-gel although possesses all quality of soft liner, but needs to be replaced at short intervals, which is time-consuming and costly for both the dentist and the patient. Therefore, there is a need to improve the working life of this material. The present study was designed to evaluate the effect of surface treatment on adequate softness and surface integrity of the soft liner, Visco-gel.
MATERIALS AND METHODS

Preparation of Resin Disks and Dentures
For in vitro studies disks of the heat-cured resin (Dentsply DeTrey GmbH, Germany) were prepared at a powder/ liquid ratio of 2.5:1 by weight. The resin disks were prepared by investing a 2-mm-thick brass spacer of the same thickness but of a different shape, i.e., circular and triangular, to allow differentiation between the control (group I) and the tested (group II) samples. The heatcured resin was mixed, packed into the mold with the brass spacer, and processed in a water bath at 74°C for 8 hours. Denture-based resin disks group I (control) were circular with a diameter of 1 cm and thickness of 2 mm, lined with soft liner and left uncoated, whereas denturebased resin disks of group II (treated) were triangular with a diameter of 1 cm and thickness of 2 mm, lined with soft liner and coated with the surface conditioning agent. For in vivo study, complete dentures were prepared following standard procedure. Complete dentures wore by group I (control) patients were lined with soft liner but not treated with surface conditioning agent (coating) whereas complete dentures wore by group II (treated) patients were lined with soft liner and were also treated with surface conditioning agent.
Surface Conditioning Agent (Coating)
This was used for coating the soft liner. It was prepared by mixing one part of clear acrylic resin polymer by weight to 10 parts of heat-cured acrylic resin monomer. The monomer was poured into a Pyrex beaker and placed in a pan of water at 54°C. When the monomer was warm, the polymer was allowed to mix slowly with the monomer while stirring continuously with a glass rod. After 10 minutes, the solution became viscous. It was then cooled to room temperature, poured into a dark glass bottle, and refrigerated. Treated group specimens and dentures were coated with the surface conditioning agent.
Artificial Saliva
Artificial saliva was prepared using the method of Katz et al 13 and was used for in vitro study.
Test for Softness
Durometer (Model 411, ASTM Type OO; PTC Instruments, Los Angeles, California, USA) was used to evaluate the softness of the soft liner. For in vitro study, the specimens were immersed in artificial saliva at room temperature until testing with a durometer on regular interval. Readings were taken with measuring scale when it becomes almost constant. For in vivo study, patients was advised to wear complete denture regularly until testing with a durometer on regular interval. The readings were taken with measuring scale when it becomes almost constant. The hardness of supporting structure affects the observed specimen and denture softness, therefore specimens and dentures were placed on hard table. The lower point in the measuring scale indicates greater softness. The softness of soft liner of all the specimens and denture were evaluated during regular interval. The readings were measured on the ASTM scale of durometer.
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Test for Surface Integrity
Changes in the surface integrity of the soft liner were analyzed by SEM. Test specimens immersed in artificial saliva and dentures wore by patients were taken out and air dried for 30 minutes. The dried specimens and dentures were then mounted on an aluminum stub with the help of electro-conductive material. They were transferred to the sputter coater for gold coating. After gold coating they were removed and placed in a rotating platform chamber of SEM. Changes in regard to surface integrity were evaluated during regular interval.
Statistical Analysis
Student's t-test was done to do paired comparisons and differences were considered statistically significant at p < 0.001.
RESULTS
In case of in vitro study, the specimens of both groups were tested with the durometer after immersion in artificial saliva at room temperature at various intervals. Table 1 shows the mean surface softness score for in vitro study at different time intervals. At the beginning, the mean surface softness score for group I was 65.2 ± 1.229 and for group II it was 61.5 ± 1.08. After 1 week the mean surface softness score for group I was 69.6 ± 1.43 and for group II it was 64.1 ± 2.025. After 2 weeks, the mean surface softness score for group I was 74.8 ± 1.814 and for group II it was 66.6 ± 1.075. After 3 weeks, the mean surface softness score for group I was 79.5 ± 1.509 and for group II it was 68.6 ± 1.174. The statistical comparison revealed that the mean surface softness score of group I (control) was significantly higher (p < 0.0001) as compared with that of group II (treated) at each determined time points. This shows that the surface coating retains the softness of the specimens.
In case of in vivo study, surface conditioner lining dentures wore by patients of both groups were tested with durometer at various intervals. Table 2 shows the mean surface softness score for in vivo study at different time intervals. The mean surface softness score of dentures of group I was 65.9 ± 0.875 and in group II it was 62.9 ± 0.875 in the beginning. After 1 week, the mean surface softness score of group I was 69.4 ± 1.35 and for group II was 64.9 ± 0.875. After 2 weeks, the mean surface softness score of group I was 77.3 ± 1.494 and group II was 69.0 ± 0.942. After 3 weeks, the mean surface softness score for group I was 83.2 ± 1.476 and of group II it was 78.2 ± 1.229. The statistical comparison revealed that the mean surface softness score of group I was significantly higher (p < 0.001) as compared with that of group II. Thus at each determined time points, the mean surface softness score of group II was significantly (p < 0.001) lower than that of group I, which shows that treated dentures are softer. Change in softness score at the end of third week from baseline was more in case of in vivo condition as compared with in vitro condition.
The surface integrity of the soft liner lining the specimens and dentures were studied by SEM. In case of in vitro study, the SEM analysis indicated that the surface integrity of the soft liner of group I deteriorated with time, whereas that of group II remained intact up to the end of the third week (Fig. 1) . In control and treated group the entire surface of the soft liner was covered by a uniform layer of surface conditioning agent at baseline. After 1 week, the surface of control group started deteriorating but in treated group the surface remains free of beads up to third week, indicating that alcohol had not leached out due to the integrity of the surface conditioning. Similar results were obtained in case of in vivo study, but surface deterioration was faster as compared with in vitro study (Fig. 2) . 
DISCUSSION
Results of our study show a regular increase in the mean softness score of the surface conditioner after increasing periods, both in in vitro and in vivo studies. However, as compared with control untreated group, this change was almost half in the treated group. This shows that coating of surface conditioner retained its softness for longer time, perhaps due to a reduction in the rate of leaching of the plasticizer, as well as the penetrant (alcohol) as per finding of Gronet et al. 10 It is also possible that surface-coated soft liners prevent the absorption of salivary inorganic salts, which may be a contributing factor to the hardening process.
14 The SEM analysis of control and surface-coated soft liners lining the specimens and dentures showed that the surface integrity of uncoated soft liners deteriorated faster than the coated one. This is in line with the report of Casey and Scheer, 8 who reported that coating of Monopoly intraorally preserved the surface integrity of the temporary soft liner; Coe-Soft for at least 30 days. The probable reason for this may be due to loss of alcohol which act as a catalyst for plasticizer and more absorption of water as reported by Dominguez et al, 9 who
showed that surface coating of soft liner prevents loss of plasticizer and thus maintains their surface integrity. Besides this, we have observed greater loss of softness and surface integrity in in vivo condition as compared with in vitro condition. This may be due to masticatory force applied on denture during chewing. The result of this study suggested that surface coating may allow soft liner to function longer than currently recommended by manufacturer before replacement. Further clinical studies need to be conducted to confirm this study. 
